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Introduction 

The microscopes in the Olympus BH-2 line have largely 
been replaced in the professional and clinical world, 
due to their advancing age and the lack of repair parts 
from Olympus. A great many of these microscopes 
were produced in their day, and because of this they 
are readily available on the used market for very 
reasonable prices. Thanks to their excellent build 
quality and solid optical performance, these scopes are 
now very popular with hobbyists, providing an 
affordable, high-quality alternative to the Chinese-made 
scopes prevalent today. 


The BH2-CH substage assembly (see Figure 1), which is 
sometimes referred to as the Stage Holder or Condenser 
Holder, mounts onto the sliding focus block of the BH-2 
stand and provides a mounting ring for the mechanical 
Stage as well as a height-adjustable centering yoke for 
the substage condenser. The substage condenser 
height can be adjusted, relative to the stage, by a rack- 
and-pinion mechanism. There is an adjustable stop for 
the rack-and-pinion mechanism which allows the 
maximum height of the substage condenser to be 
precisely adjusted to provide for proper setup of Kohler 
illumination while preventing the condenser from 
contacting the bottom surface of the glass slide. 


Due to the age of BH-2 equipment, the BH2-CH 
substage assembly frequently needs disassembled, 
cleaned, and re-greased to function properly. This 
document describes the procedure to perform this 
service. 





Figure 1 — The BH2-CH Substage Assembly 


Scope of this Document 

This document describes the complete teardown, 
cleaning/lubrication, and reassembly of the BH2-CH 
substage assembly used on the Olympus BH-2 series of 
microscopes (BHS, BHSP, BHSU, BHT, BHTP, and BHTU). 


Complete Teardown, Cleaning/Lubrication, and Reassembly of the Olympus BH2-CH Substage Assembly 


Tools Needed 
The following tools will be needed to service the 
BH2-CH substage assembly. 


Allen wrench or driver, 1.5mm (item T1 of Appendix 2) 

Allen wrench or driver, 2.5mm (item T2 of Appendix 2 

Allen wrench or driver, 3.0mm (item T3 of Appendix 2) 
Center punch or nailset tool 

Lens spanner tool, with pointed tips (item T5 of Appendix 2)) 
Pliers, needle-nose, fine-point 

Screwdriver set, JIS (item T4 of Appendix 2) 

Screwdriver set, slotted 


A Few Words about JIS Screws 

Screws with JIS heads are found in much of the older 
equipment designed and manufactured in Japan. JIS 
screws look very much like standard Phillips screws, but 
they differ in that JIS screws were designed to not cam- 
out under torque, whereas Phillips screws were 
designed to intentionally cam-out as a means to limit 
the torque applied to the fasteners. Because of this 
crucial difference in the geometry of the two screw 
types, JIS screws will be damaged by standard Phillips 
drivers if too much torque is applied. JIS screws can 
usually be identified by the presence of a single dot, or 
by an “X”, stamped into one of the four quadrants of 
the cross-point depression (see Figure 2). 






DOT INDICATING JIS FASTENER 


Figure 2 — Head of a typical JIS screw 


Supplies Needed 

The following supplies will be needed to service the 
BH2-CH substage assembly. 

Cleaning solvent (see Recommended Solvents section below) 
Cotton swabs 


Grease (see Recommended Lubricants section below) 
Tissues, oil-free 


Recommended Lubricants 

Dow Molykote® 44 = Light (light consistency), 
Mobilgrease 28 (medium-light consistency), or 
Plastilube® Brake Grease (medium consistency) can be 
used on the BH2-CH substage assembly (item S1 of 
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Appendix 2). These greases will remain serviceable for 
many years to come. 


Recommended Solvents 

Some type of cleaning solvent will be needed to remove 
the old grease from the various components of the 
BH2-CH substage assembly. Solvents that can be used 
are acetone, diethyl ether, heptane, hexane, mineral 
spirits, turpentine, and xylene. 


Safety Considerations with Solvents 

Regardless of which solvent is chosen, make sure that 
adequate ventilation is present during the cleaning 
process, and that any necessary personal protective 
equipment is utilized to minimize exposure. Consult the 
safety data sheet (SDS or MSDS) before using any 
unfamiliar solvents. Many of the solvents listed above 
are flammable, and their vapors may represent an 
explosion hazard if mishandled. Whichever solvents are 
chosen, be sure to follow all manufacturer’s instructions 
and safety precautions. 


Solvent Compatibility with Parts and Finishes 
Many solvents will damage the finish of painted 
surfaces (isopropyl alcohol or 409 Cleaner may be safely 
used to clean most painted surfaces). Additionally, 
many solvents will dissolve or damage plastic parts. Do 
not allow untested solvents to contact the plastic gear 
rack, as this part may be damaged by exposure to 
solvents. Before using any solvent to clean plastic parts, 
test a small amount of the solvent in an inconspicuous 
area of the part (such as inside a knob) to ensure 
compatibility with the plastic. Never use xylene to clean 
nylon parts, as xylene dissolves nylon. Isopropyl alcohol 
and trichloroethylene will cause swelling of nylon due to 
solvent absorption. The list of solvents generally 
considered safe for nylon includes acetone, diethyl 
ether, heptane, mineral spirits, naphthalene, and 
turpentine. 


Common Problems with the BH2-CH Substage 
A few of the more common problems which can affect 
the BH2-CH substage assembly are discussed below. 
These conditions can be corrected by performing the 
procedures described in this document. 


Inability to Center the Substage Condenser 
Stiffness in the centering plunger or centering yoke in 
the condenser-centering mechanism can _ cause 
impaired condenser centering of the BH2-CH substage 
assembly. This is usually caused by dried, thickened 
grease in the condenser-centering mechanism. 
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Stiffness in the Dovetail-Slide Mechanism 

Dried or thickened grease in the dovetail-slide and/or 
rack-and-pinion mechanism can cause a stiff feel to the 
condenser-height adjustment mechanism. In the 
extreme case, this condition can damage the plastic 
rack in the rack-and-pinion mechanism. 


Erratic Condenser-Height Adjustment 

Erratic operation or binding of the condenser-height 
mechanism can be caused by dirt or debris in the teeth 
of the pinion gear or in the teeth of the plastic 
condenser-height rack, or by damage to the teeth of the 
condenser-height rack. If the problem is caused by 
damage to the condenser-height rack, this can be 
corrected by replacing the rack, but the rack should only 
be replaced as part of the full teardown, 
cleaning/lubrication, and reassembly procedure 
described in this document, since subsequent damage 
to the new rack can occur if this critical part of the 
service is neglected. 


Lateral Play in the Dovetail Slide 

Lateral play in the dovetail slide for the condenser- 
height mechanism can cause inability to setup or 
maintain proper condenser centering, which can 
interfere with the setup of Kohler illumination and the 
uniformity of the illuminated field intensity. In addition 
to problems with the uniformity of the illuminated field, 
this condition can also cause poor performance in some 
optical configurations, such as phase-contrast. Lateral 
play in the dovetail slide can be caused by improper 
assembly of the dovetail slide in the condenser-height 
mechanism, or by excessive wear of the dovetail-slide 
components. 


Before Starting the Overhaul 


Remove the BH2-CH Substage Assembly 

Remove the BH2-CH substage assembly from the sliding 
focus block of the BH-2 stand by performing the 
following steps. 


1) Remove all objective lenses from the revolving 
nosepiece and store them someplace where they 
will be protected from dust, debris, and physical 
damage. 

2) Remove the stage from the stage-mounting ring of 
the BH2-CH substage assembly. 

3) Remove the substage condenser from the 
condenser-mounting yoke of the BH2-CH substage 
assembly. 

4) Adjust the condenser-height knob on the BH2-CH 
substage assembly to rack the condenser-mounting 
yoke to its highest position (see Figure 3). 
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5) Adjust the coarse-focus knobs on the stand to rack 
the stage-mounting ring to its lowest position (see 

6) Use a 3mm Allen wrench or driver to loosen the 
Allen-head lock screw’ securing the BH2-CH 
substage assembly to the sliding focus block of the 
stand (see Figure 3). 

7) Grasp the BH2-CH substage assembly and carefully 
lift it straight up to remove it from the sliding focus 
block of the stand (see Figure 4). 


SLIDING 
COARSE FOCUS BLOCK 


FOCUS KNOB LOCK SCREW BH2-CH 


SUBSTAGE 
ASSEMBLY 


‘A STAGE 
Mele nalic 


RING 


ee > Ss »>fay DLID CU ceithctadaas cc 
Figure 3 — Loosen lock screw for BH2-CH substage assembly 


y 


LIFT AND REMOVE 
BH2-CH SUBSTAGE 


i ASSEMBLY 
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Figure 4 — Lift and remove the BH2-CH substage assembly 





Label Parts for Identification and Reassembly 

During the teardown of the BH2-CH substage aecemibly: 
be sure to bag and tag the various parts as they are 
removed, to prevent their loss and to facilitate their 


proper identification during the reassembly process. 


— 


| 
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The sieecdure for: aprttnens ac plesnine/ibacatne: 
and reassembling the BH2-CH substage assembly is 
described in the sections below. 
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Remove the Condenser-Slide Assembl) 


The first step in the disassembly srocedtine of the 
BH2-CH substage assembly is to remove the condenser- 
Slide assembly from the dovetail blocks on the main 
housing. To do this, use the condenser-height knob to 
adjust the position of the condenser slide until the hole 
in the condenser slide aligns with the slotted stop screw 
(see Figure 5). 





ADJUST CONDENSER HEIGHT 
MECHANISM UNTIL STOP SCREW 
1S VISIBLE THROUGH THIS HOLE 


Cs ‘Teen Ee i PH Ble > L. slat a R oa Le | a‘ 
Figure 5 — Adjust condenser height unti il s screw is visible 


Next, use a suitable slotted screwdriver to remove the 
M2.6X4 slotted stop screw preventing the condenser- 
slide assembly from disengaging from the dovetail 
blocks on the main housing (see Figure 6). 





REMOVE 
STOP SCREW 

On © aa aaman cr -) Aye an *- Le re ] attr ol ctaAn CFKRALAT 

Figure 6 — Unscrew and remove the slotted stop screw 


Rotate the condenser-height knob clockwise until the 
condenser-slide assembly pia from the dovetail 
blocks of the main housing (see Figure 7). 





N CONDENSER 


SLIDE ASSEMBLY 


ROTATE KNOB CLOCKWISE 
UNTIL THE CONDENSER 
SLIDE ASSEMBLY COMES FREE 





Figure 7 — Remove the condenser slide assembly 


BH2-CH Substage Assembly 
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Remove the Locking and Centering Thumbscrew 
Loosen and remove ed eondencer: locking ehunbecew 
from the centering yoke (see Figure 8). 





CENTERING YOKE 










UNSCREW AND REMOVE THE 
CONDENSER LOCK THUMBSCREW 


Figure 8 — Remove the locking thumbscrew 


Loosen and remove the two  condenser-centering 
thumbscrews from the support yoke (see Figure 9). 














Remove the S ' 
me COMPISre sondencer. slide assembly is shown in 





SUPPORT YOKE 





DOVETAIL SLIDE CENTERING YOKE 


SLIP PLATES (3X) 





Use a suitable JIS screwdriver to remove the six M2X4 
pan-head screws securing the three slip plates to the 
centering yoke (see Figure 11). 





SUPPORT YOKE 









CENTERING YOKE 


REMOVE SCREWS (6X) 
SECURING SLIP PLATES 


SLIP PLATE 





Damaiwiin cr ~ thn clin nilatac 
Remove screws securing the slip plates 


gure 11 


Remove the three loose slip plates (see Figure 12), 
being careful to not lose any small brass shim washers 
that may be present beneath the slip plates. 







SUPPORT YOKE 


CENTERING YOKE 
———==- REIVIOVE SLIP PLATES (3X) 





Figure 12 — Remove the three slip plates 


As you remove the slip plates, be sure to note the 
location of any small, brass shim washers that are 
present beneath them so that they can be returned to 
their proper position during reassembly (see Figure 13). 


BRASS SHIMS (2X) 







CENTERING YOKE 


me SUPPORT YOKE 
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Figure 10 — The condenser-slide assembly (bottom view) Figure 13 — Look for shim washers under the slip plates 
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Complete Teardown, Cleaning/Lubrication, and Reassembly of the Olympus BH2-CH Substage Assembly Page 9 of 31 


Revision 3 


Carefully remove any brass shim washers that are 
present beneath the slip plates (see Figure 14). 





REMOVE 
BRASS SHIMS (2X) 


Figure 14 — Remove brass shim washers 








Place your thumb in position on the centering yoke as 
shown in Figure 15, and press in on the centering yoke 


to depress the centering plunger. 


Remove Centering Y 


DEPRESS CENTERING PLUNGER 


CENTERING 
PLUNGER 





Figure 15 — Depress the centering yoke and plunger 


= 


While holding the centering yoke such that the 
centering plunger is depressed, separate the centering 
yoke from the support yoke (see Figure 16). 


SUPPORT YOKE 


SEPARATE THE CENTERING YOKE 
FROM THE SUPPORT YOKE 


CENTERING YOKE 





Figure 16 — Separate centering yo 





ke from support yoke 
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The various components of the condenser support yoke 
(which is integral to the condenser slide) are shown in 


cic rr 4 ay | 





SLIP BOSSES (2X) 





SLIP BOSS 






CENTERING PLUNGER 












/ 


SUPPORT YOKE 
Ciaqiira | 7 Thaoac a CAL dancar clida 
Figure 17 — The support yoke on the condenser slide 


The condenser-centering yoke is shown in Figure 18. 


BOTTOM VIEW 


TOP VIEW 





Ciaqgiira]a 12 — TI val ca te ao ' 
Figure 18 — The condenser-centering yoke 
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ove tl k 
ise a suitable JIS cerewdiiver to remove the two 
M2.6X6 pan-head screws and washers securing the 
plastic ee rack to the face of the dovetail 
slide (see Figure 19). 





REMOVE SCREWS (2X) SECURING 
CONDENSER-HEIGHT RACK TO 
THE DOVETAIL SLIDE 


CONDENSER-HEIGHT 
RACK 


DOVETAIL 
SLIDE 
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re 19 — Remove screws and washers securing the rack 
Oo 


of the dovetail slide (see Figure 20). 
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REMOVE THE CONDENSER 
HEIGHT RACK 


Figure 20 — Remove the condenser-height rack 


Look for one or more brass shims either on the back of 
the condenser-height rack or on the face of the dovetail 
slide (see Figure 21). 


BRASS SHIM UNDER 
CONDENSER-HEIGHT RACK 


~. _—FACE OF THE 
“DOVETAIL SLIDE 


he. : 
Figure 21 — Brass shim for the condenser-height rack 


Remove any brass shims that are present on the back of 
the condenser-height rack or on the face of the dovetail 
slide (see Figure 22). 


REMOVE 
BRASS SHIM 


Figure 22 — Remove any brass shims 
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Disassemble the Condenser-Height Stop 

Hold the M5X12 condenser-height stop pin down with 
your finger and use a 1.5mm Allen wrench or driver to 
loosen the M3xX4 setscrew securing the stop pin in 
place. While holding your finger on top of the stop pin, 
allow the stop pin to slowly rise in order to alleviate the 
compression of the internal stop spring (see Figure 23). 


ALLOW STOP PIN 


HOLD STOP TO RISE 


PIN DOWN 








@= LOOSEN 
SET SCREW 
Figure 23 — Loosen setscrew while holding the stop pin 


Remove the M5X12 stop pin from the bore in the 
condenser slide (see Figure 24). 


= 


REMOVE 
STOP PIN 


Figure 24 — Remove the stop pin from the bore 


Remove the stop-pin spring from the bore in the 
condenser slide (see Figure 25). 





REMOVE THE 
STOP-PIN SPRING 


Figure 25 — Remove the stop-pin spring from the bore 
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Reassemble the Condenser-Height Stop 

Use a 1.5mm Allen wrench or driver to back out the 
M3X4 stop-pin setscrew so that the threads do not 
protrude into the bore in the condenser slide (see 
Figure 26). 





Figure 26 — Back out the stop-pin setscrew from the slide 


Use a cotton swab and a suitable solvent (e.g., acetone) 
to thoroughly clean the stop pin, spring, and the bore of 
the condenser slide. Test the fit of the stop pin in the 
bore. The pin should slide freely in the bore without 
any noticeable friction or binding (see Figure 27). 


TEST THE FIT OF 
STOP PIN IN BORE 


Figure 27 — Test the fit of the stop pin in the bore 


If there is noticeable friction or binding present, use a 
.1990” (i.e., 5.05mm) twist drill bit to clean the bore of 
any debris or internal burring (see Figure 28). 






CLEAN THE BORE IN THE 
CONDENSER SLIDE USING 
A TWIST DRILL BIT 






Figure 28 — Clean any debris or burring from the bore 


Complete Teardown, Cleaning/Lubrication, and Reassembly of the Olympus BH2-CH Substage Assembly 


Place the stop-pin spring into the bore in the condenser 
Slide (see Figure 29). 





REINSTALL THE 
STOP-PIN SPRING 
INTO THE BORE 


Figure 29 — Reinstall the stop-pin spring into the bore 


Place the M5X12 stop pin into the bore in the 
condenser slide, on top of the spring (see Figure 30). 


PLACE STOP PIN 
INTO THE BORE 





Figure 30 — Reinstall the stop pin into the bore 


Use a 1.5mm Allen wrench or driver to tighten the 
M3X4 setscrew to secure the stop pin into position (see 
Figure 31). 


<— 


_ TIGHTEN SET 
_ ~SCREW TO LOCK 
STOP PIN 





Figure 31 — Tighten setscrew to lock the stop pin 


Disassemble the Centering Plunger 

Test the operation of the spring-loaded centering 
plunger by pressing the plunger in, and then observing 
how freely the plunger re-extends when the pressure is 
released (see Figure 32). If the plunger quickly returns 
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to the fully extended position when the pressure is 
released, you can skip ahead to the Test the Motion of 
the Condenser Slide section of this document. 
Otherwise, proceed with the teardown and regreasing 
of the centering plunger as described below. 


RELEASE PLUNGER AND NOTE 
HOW WELL IT EXTENDS 


DEPRESS THE PLUNGER 





e 


Figure 32 — Test centeri 


e 


ng plunger for freedom of motion 


Use a suitable slotted screwdriver to loosen the 
plunger-retaining screw in the face of the dovetail slide 
(see Figure 33). 


Ai eal — 











LOOSEN PLUNGER 
RETAINING SCREW 


Figure 33 — Loosen the plunger-retaining screw 


Unscrew and remove the plunger-retaining screw, being 
careful that the compressed spring behind the screw 
does not fall out and become lost (see Figure 34). 








_ SPRING 


REMOVE PLUNGER 
RETAINING SCREW 





Figure 34 — Remove the plunger-retaining screw 


Complete Teardown, Cleaning/Lubrication, and Reassembly of the Olympus BH2-CH Substage Assembly 


Remove the plunger-extension spring, which is located 
in the bore behind the slotted plunger-retaining screw 
(see Figure 35). 


er 








REMOVE PLUNGER 
EXTENSION SPRING 






Figure 35 — Remove the plunger-extension spring 

Use a suitable blunt tool to press the centering plunger 
into the bore in the front of the condenser slide and out 
the opposite side (i.e., out the tapped bore on the face 
of the dovetail slide). Grasp the plunger (with attached 
c-clip) protruding from the face of the dovetail slide and 
withdraw the plunger and c-clip from the bore (see 
Figure 36 and Figure 37). 


PRESS PLUNGER 
OUT THE BACK 













CENTERING 
PLUNGER 








it x 


titi, et ees OES Y 
Figure 36 — Press centering plunger out the back of bore 


1? 
a 


os a —= » GRASP REMOVE 
C-CLIP PLUNGER 
WITH C-CLIP 








Figure 37 — Remove centering plunger from the bore 


Clean and Reassemble the Centering Plunger 

Use cotton swabs wetted with a suitable solvent (e.g., 
acetone) to clean all grease from the centering plunger 
and spring. Also clean the bore in the condenser slide, 
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the face of the dovetail slide, and the bearing surfaces 
on the face and bevels of the dovetail slide (see Figure 
38). 









CLEAN BORE FOR THE 
CENTERING PLUNGER 


CLEAN THE 













CLEAN THE 
FACE OF SLIDE 


CLEAN THE 
BEVELS OF SLIDE (2X) 





Figure 38 — Clean grease from bore and dovetail slide 


Apply fresh grease to the centering-plunger bore in the 
condenser slide (see Figure 39). 





APPLY GREASE TO 
PLUNGER BORE 





_ 


Figure 39 _ Apply grease to the centering-plunger bore | 





Insert the centering plunger, with attached c-clip, into 
the tapped centering-plunger bore in the face of the 
dovetail slide (see Figure 40). 





PRESS INTO BORE 


INSERT PLUNGER 
WITH C-CLIP 


Figure 40 — Reinstall plunger and c-clip into bore 





Insert the plunger-extension spring into the tapped 
centering-plunger bore in the face of the dovetail slide, 
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on top of the centering plunger and attached c-clip (see 
Figure 41). 


REINSTALL 
PLUNGER 
EXTENSION 
SPRING 





yon 


Figure 41 — Reinstall plunger-extension spring into bore 





Compress the plunger-extension spring and reinstall the 
plunger-retaining screw into the tapped bore in the face 
of the dovetail slide, to retain the plunger-extension 
spring and the centering plunger (see Figure 42). 


—. 
an 1. ae " 

REINSTALL PLUNGER 

RETAINING SCREW oe, 









Figure 42 — Reinstall the plunger-retaining screw 


Use a suitable slotted screwdriver to tighten the 
plunger-retaining screw such that the head of the screw 
is slightly recessed relative to the face of the dovetail 
slide (see Figure 43 and Figure 44). This recess will 
prevent the screw from interfering with the mounting 
of the plastic condenser-height rack. Wipe away any 
grease pushed out on the opposite side by the plunger. 






TIGHTEN THE 
RETAINING SCREW 


Figure 43 — Tighten the plunger-retaining screw 
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PLUNGER-RETAINING 
SCREW IS BELOW 
SURROUNDING 
SURFACE 


Figure 44 — Head of retaining screw must be recessed 


Test the Motion of the Condenser Slide 

Use a suitable solvent (e.g., acetone) to thoroughly 
clean all grease from the two dovetail blocks and from 
the bearing surfaces of the main housing (see Figure 45). 


- 


Figure 45 — Clean grease from dovetail blocks and housing 


Temporarily re-engage the condenser slide with the 
dovetail blocks on the main housing to assess the 
condenser slide for freedom of motion and for lateral 
play (see Figure 46). 


ENGAGE THE 

CONDENSER 

SLIDE WITH 
DOVETAIL 


Figure 46 — Engage condenser slide with dovetail blocks 


Once the condenser slide has been re-engaged with the 
dovetail blocks on the main housing, move the 
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condenser slide throughout its normal range of travel 
and note the ease with which it slides (see Figure 47). 
The slide should move freely without excess stiffness or 
binding at any point. Some resistance is normal. 


TEST THE 
CONDENSER 
SLIDE FOR 
FREEDOM 
OF MOTION 


Figure 47 — Test condenser slide for freedom of motion 


Next, position the condenser slide at the top of its range 
of travel. Hold the main housing with one hand and 
grasp the condenser support yoke with the other hand. 
Attempt to move the condenser support yoke side to 
side, observing for any lateral play in the dovetail slide 
(see Figure 48). 


TEST THE 
SUPPORT YOKE 
FOR LATERAL PLAY 


Figure 48 — Test the support yoke for lateral play 


If the freedom of motion of the condenser slide is 
acceptable throughout the full range of travel, and if 
there is no significant lateral play of the condenser- 
Support yoke, remove the condenser slide from the 
dovetail blocks on the main housing and proceed with 
reassembly as described below. If there is significant 
friction, binding, or lateral play present, refer to the 
procedures in Appendix 1 to correct these issues before 
proceeding with re-assembly. 


Reinstall the Condenser-Height Rack 

Reinstall any brass shims for the condenser-height rack 
onto the face of the dovetail slide (see Figure 49). Usea 
few spots of heavy grease behind the brass shims to 
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hold them in position for the subsequent reassembly 
steps, if necessary. 


REINSTALL 
BRASS SHIM 


FACE OF 
SLIDE 





= 


Figure 49 — Reinstall brass shim for condenser-height rack 


Use a toothpick to remove any grease or debris from 
the teeth of the condenser-height rack. Use a suitable 
JIS screwdriver to loosely reinstall the two M2.6X6 pan- 
head screws and washers to hold the rack in position on 
the face of the dovetail slide (see Figure 50). 





Figure 50 — Reinstall screws for the condenser-height rack 


Tighten the two M2.6X6 pan-head screws to secure the 
condenser-height rack onto the face of the dovetail 
slide (see Figure 51). Do not over-tighten these screws 
or the plastic rack may crack or be damaged. 





TIGHTEN SCREWS (2X) TO SECURE 
CONDENSER-HEIGHT RACK 


CONDENSER-HEIGHT RACK 


Figure 51 — Tighten screws for the condenser-height rack 


Complete Teardown, Cleaning/Lubrication, and Reassembly of the 


s BH2-CH Substage Assembly 


Reinstall Centering Yoke into the Support Yoke 

Use a suitable solvent (e.g., acetone) to thoroughly 
clean all grease from the slip plates and from the 
condenser centering and support yokes (see Figure 52). 








SUPPORT 
YOKE 





CENTERING 
YOKE 


SLIP 
PLATES 
(3X) 








BRASS SHIMS 
fh fh wo (IF APPLICABLE) 
1 ~ 
3 NN. scREWs 
(6 
Figure 52 — Parts for the condenser-centering mechanism 


Lightly grease the lower bearing surface of the 
condenser-centering yoke (see Figure 53). 








APPLY GREASE TO THIS SURFACE 
OF THE CENTERING YOKE 


SS 
——S 


a 


inderside of centering yoke 





Figure 53 — Light tly grease the u 


Place the back of the centering yoke against the 
centering plunger, and while pressing on the centering 
yoke to depress the centering plunger, seat the 
centering yoke into the support yoke (see Figure 54). 


PLACE CENTERING YOKE 
AGAINST CENTERING PLUNGER 


PRESS CENTERING YOKE 
INTO THE SUPPORT YOKE 








Figure 54 — Rein 


stall centering yoke into support yoke 
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Reinstall the Slip Plates 

Carefully reposition any brass shim washers back into 
the original locations where they were found during 
disassembly (see Figure 55). 


SUPPORT 
YOKE 


CENTERING YOKE 


REINSTALL BRASS SHIMS 
INTO THIER ORIGINAL LOCATIONS 





Figure 55 — Reinstall the brass shim washers (if present) 


Apply a thin layer of grease to the three slip bosses 
machined into the bottom of the condenser support 
yoke (see Figure 56). 








APPLY GREASE TO THE 
SLIP BOSSES (3X) 


Figure 56 — Apply grease to the three slip bosses 


Carefully place the three slip plates onto the greased 
slip bosses, aligning the holes in the slip plates with the 
tapped holes in the condenser centering yoke, being 
careful not to disturb the brass shim washers, if present 
(see Figure 57). 


REINSTALL SLIP PLATES (3X) 


Figure 57 — Reinstall slip plates onto the slip bosses 
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Use a suitable JIS screwdriver to reinstall six M2X4 pan- 
head screws to secure the slip plates onto the 
condenser centering yoke (see Figure 58). 







REINSTALL SCREWS (6X) 
TO SECURE SLIP PLATES 


CENTERING YOKE 


SUPPORT YOKE 


Figure 58 — Reinstall screws to secure the slip plates 


Reinstall the Locking and Centering Thumbscrews 

Lightly grease the threads of the condenser-locking 
thumbscrew (see Figure 59) and_ reinstall the 
thumbscrew into the centering yoke (see Figure 60). 





i _ a 
4 


hy 
i : 





} 









LIGHTLY GREASE THE 
_ THREADS OF THE 
LOCKING THUMBSCREW 


CENTERING YOKE 


REINSTALL THE 
LOCKING THUMBSCREW 


Figure 60 — Reinstall the locking thumbscrew 
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Lightly grease the threads of the two condenser- 
centering thumbscrews (see Figure 61) and reinstall the 
thumbscrews into the support yoke (see Figure 62). 


LIGHTLY GREASE THE 
THREADS OF THE 
CENTERING 
" THUMBSCREWS 
(2X) 


— 


Figure 61 — Lightly grease the centering thumbscrews 













. 
REINSTALL ee 
_ THU _ ‘THUMBSCREW 
_ ieee 


Figure 62 7 Reinstall the centering thumbscrews 
Disassemble the Friction Lock 


Note: Disassembly of the friction lock is not necessary 
but is shown here for the sake of completeness. 


Use a 3.0mm Allen wrench or driver to remove the 
M4X12 hex socket-head cap screw securing the plastic 
friction lock into the bore of the main housing (see 
Figure 63). 





LOOSEN THE 
FRICTION-LOCK SCREW 


~ REMOVE THE 
| FRICTION-LOCK SCREW 


Figure 63 — Loosen and remove the friction-lock screw 


Remove the plastic friction lock from the bore in the 
main housing (see Figure 64). 
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REMOVE PLASTIC 
FRICTION LOCK 


Figure 64 — Remove the plastic friction lock from housing 


Reassemble the Friction Lock 
Insert the plastic friction lock into the bore in the left- 
hand side of the main housing, with the recessed hole 
facing outwards (see Figure 65). 


REINSTALL PLASTIC 
FRICTION LOCK 


Figure 65 — Place the plastic friction lock into the bore 


Use a 3.0mm Allen wrench or driver to loosely reinstall 
the M4X12 hex socket-head cap screw to secure the 
plastic friction lock into the bore of the main housing 
(see Figure 66). 


REINSTALL 
FRICTION-LOCK 
SCREW 





Figure 66 — Reinstall the friction-lock screw 
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Remove the Dovetail Blocks 

Note: If the fit of the condenser slide in the dovetail 
blocks was deemed acceptable when tested earlier, it 
will not be necessary to remove the dovetail blocks 
from the main housing, as they may be cleaned in place. 
Complete disassembly is shown below for the sake of 
completeness. 


OPTIONAL: Use a 2.5mm Allen wrench or driver to 
remove the three M3X6 hex socket-head cap screws 
securing the right-hand dovetail block onto the main 
housing (see Figure 67, shown upside down). 












RIGHT DOVETAIL 
BLOCK 


REMOVE SCREWS 
(3X) SECURING 
RIGHT DOVETAIL 

BLOCK 


Figure 67 — Remove screws from right dovetail block 


With the three screws removed from the right-hand 
dovetail block, the only thing now holding the dovetail 
block onto the main housing are two M2X8 alignment 
pins (see Figure 69). 

Remove the right-hand dovetail block along with the 
two alignment pins by grasping the block and pulling it 
straight outwards, away from the main housing (see 
Figure 68). If the two alignment pins do not come out 
with the dovetail block, carefully remove them from the 
main housing and reinsert them back into the 
appropriate holes in the dovetail block (see Figure 69). 
Mark the dovetail block to identify it as the dovetail 
block from the right-hand side of the main housing. 


REMOVE 
RIGHT 
DOVETAIL 
BLOCK 


Figure 68 — Remove right dovetail block from the housing 
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ALIGNMENT 
PINS (4X) 









DOVETAIL 
BLOCKS (2X) 


Figure 69 — Dovetail blocks with alignment pins 


Use a 2.5mm Allen wrench or driver to remove the 
three M3X6 hex socket-head cap screws securing the 
left-hand dovetail block onto the main housing (see 
Figure 70, shown upside down). 











LEFT DOVETAIL 
BLOCK 


REMOVE SCREWS 
(3X) SECURING 
LEFT DOVETAIL 

BLOCK 








Figure 70 — Remove screws from left dovetail block 


With the three screws removed, the only thing now 
holding the left-hand dovetail block onto the main 
housing are two M2X8 alignment pins. Remove the left- 
hand dovetail block with the two alignment pins by 
pulling it straight out, away from the main housing (see 
Figure 71). Reinsert the alignment pins back into the 
dovetail block if necessary. Mark the dovetail block to 
identify it as the left-hand block. 


REMOVE LEFT 
DOVETAIL 
BLOCK 


Figure 71 — Remove left dovetail block from the housing 
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Use a cotton swab and a suitable solvent (e.g., acetone) 
to thoroughly clean the grease from the two dovetail 
blocks (see Figure 72). 





Figure 72 — Clean grease from the dovetail blocks 


Remove the Condenser-Height Knob 

Use a 1.5mm Allen wrench or driver to loosen the two 
M3X4 setscrews securing the condenser-height knob 
onto the condenser-height shaft (see Figure 73). 


ee” 





LOOSEN SET SCREWS 
(2X) SECURING THE 
CONDENSER-HEIGHT 
KNOB TO SHAFT 


Figure 73 — Loosen setscrews in condenser height knob 


Remove the  condenser-height knob from _ the 
condenser-height shaft (see Figure 74). 


REMOVE 

CONDENSER 

HEIGHT 
KNOB 


Figure 74 — Remove condenser-height knob from shaft 


Remove the Condenser-Height Shaft 
Use a suitable tool (e.g., sharp needle-nose pliers or a 
lens-spanner tool with pointed tips) to loosen the round 


Complete Teardown, Cleaning/Lubrication, and Reassembly of the Olympus BH2-CH Substage Assembly 








lock nut for the tension screw for the condenser-height 
shaft (see Figure 75). 


LOOSEN 
LOCK NUT 


~ 


a) 


Figure 75 — Loosen round lock nut for the tension screw 


Unscrew and remove the round lock nut from the 
tension screw (see Figure 76). 


_ 
REMOVE LOCK NUT 


Figure 76 — Unscrew and remove the round lock nut 


Use a suitable slotted screwdriver to loosen the 
condenser-height tension screw (see Figure 77). 


aa LOOSEN THE 
TENSION SCREW 


Figure 77 — Loosen the condenser-height tension screw 
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Unscrew and remove the condenser-height tension 
screw from the main housing (see Figure 78). 





REMOVE THE 
TENSION SCREW 





Figure 78 — Unscrew and remove the tension screw 


Inspect the end of the tension screw for a 3/32” bearing 
ball and remove the bearing ball if found (see Figure 
79). If the bearing ball is not found there, look inside 
the housing at the end of the pinion gear on the pinion 
shaft, and it should be there (see Figure 80). The 
bearing ball will be removed from the pinion shaft in a 
later step. 






. TENSION 
SCREW 


BEARING BALL ON 
END OF PINION GEAR 


Figure 80 - Bearing ball on the end of the pinion gear 
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Place the tip of a suitable punch or nailset tool into the 
depression in the end of the pinion shaft and lightly tap 
the punch or nailset tool with a hammer or mallet to 
push the protruding shaft into the bore of the housing 
until it is approximately flush (see Figure 81). 





SET PUNCH IN SHAFT DIMPLE : 
Figure 81 — Press or tap pinion shaft into main housing 


Stand the main housing upright and press or tap the 
pinion shaft deeper into the bore with the punch or 
nailset tool until the pinion gear protrudes from the 
opposite side of the main housing (see Figure 82). Be 
very careful when doing this so as to not damage the 
walls of the bore with the punch or nailset tool. 











PRESS SHAFT 
FURTHER 


“ PINION GEAR 
PROTRUDES 


| Figure 82 — Press shaft until pinion gear protrudes 


lf present, carefully remove the 3/32” bearing ball from 
the depression in the end of the pinion gear on the 
pinion shaft (see Figure 83). 





ny 


PINION GEAR 


REMOVE BEARING 
BALL FROM THE END 
OF THE PINION GEAR 


Figure 83 — Remove the bearing ball from the pinion gear 
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Grasp the pinion gear protruding from the right-hand 
side of the main housing and withdraw the pinion shaft 
(see Figure 84). 


REMOVE PINION SHAFT 





Figure 84 — Withdraw the pinion shaft from main housing 


Remove the white nylon washer (if present) and the 
metal flat washer from the pinion shaft (see Figure 85). 


- 


NYLON METAL 
WASHER WASHER 





PINION 
SHAFT 


Figure 85 — Remove washers from the pinion shaft 


If the white nylon washer was not present on the pinion 
shaft, look for it in the recess in the inner ledge of the 
main housing (see Figure 86) and remove it. 







REMOVE 
NYLON 
WASHER 


Figure 86 — Remove nylon washer from the main housing 


Reinstall the Condenser-Height Shaft 

Use a suitable solvent (e.g., acetone) to clean the grease 
from the pinion shaft and gear, tension screw, the 3/32” 
bearing ball, the metal flat washer, and from the nylon 
washer. The various components of the condenser- 
height shaft assembly are shown in Figure 87. 


Rr . KNOB 






PINION SHA 
PINION BEARING 
GEAR BALL 


o | TENSION 
SCREW 
© 


we 


NYLON | 
WASHER | ©) 
LOCK NUT ~ ; 


Figure 87 — Components of the condenser-height shaft 





METAL oO 


Use a cotton swab and a suitable solvent (e.g., acetone) 
to thoroughly clean the grease from the bore in the left- 
hand side of the main housing and from the recess in 
the inner ledge of the main housing where the nylon 
washer seats (see Figure 88). 





CLEAN THE GREASE 
FROM THE LEFT-HAND 

BORE IN THE 
MAIN HOUSING 


Figure 88 — Clean grease from bore in the main housing 


Apply fresh grease to both sides of the small nylon 
washer. Place the nylon washer into the recess in the 
inner ledge of the main housing (see Figure 89). The 
grease will hold the nylon washer in place during the 
subsequent reassembly steps. 


PLACE GREASED 
WASHER IN 
RECESS 


Figure 89 — Place washer in recess in the main housing 
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Apply fresh grease to the bore in the left-hand side of 
the main housing (see Figure 90). 








APPLY FRESH GREASE 
TO LEFT-HAND BORE 





Figure 90 — Grease the left-hand bore in the main housing 


Place the metal flat washer over the pinion shaft. 
Lightly grease the pinion shaft (see Figure 91). 


LIGHT COATING 
OF GREASE 
ON PINION SHAFT 


PLACE METAL 
WASHER OVER SHAFT 






Figure 91 — Place metal washer and grease pinion shaft 


Insert the greased pinion shaft into the bore on the 
right-hand side of the main housing (see Figure 92). 





METAL WASHER 
OVER SHAFT 


NYLON WASHER 


INSERT GREASED PINION SHAFT IN RECESS ON LEDGE 


INTO THE RIGHT-HAND BORE 
Figure 92 — Insert pinion shaft into the right-hand bore 


Use a suitable blunt tool (i.e., one with a tip wide 
enough such that it does not damage the dimple for the 
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bearing ball in the end of the pinion gear) to press the 
pinion shaft fully into the right-hand bore in the main 
housing, until the metal washer on the rear face of the 
pinion gear comes to rest on the nylon washer on the 
internal ledge of the main housing (see Figure 93). 





PRESS PINION SHAFT INTO 
THE RIGHT-HAND BORE 


Figure 93 — Seat pinion gear onto main housing ledge 


Apply a bit of fresh grease to the depression in the end 
of the tension screw (see Figure 94). 






APPLY GREASE TO THE DEPRESSION IN 
THE END OF THE TENSION SCREW 


Figure 94 — Apply grease to the end of the tension screw 


Carefully place the 3/32” bearing ball (item P1 of 
Appendix 2) into the greased depression in the end of 
the tension screw. Apply a bit of grease to the top of 
the bearing ball as well (see Figure 95). 






PLACE BEARING 
BALL IN GREASE 


>... 


™~ 










APPLY GREASE 
TO THE TOP 
OF BALL 








Figure 95 — Place ball into greased end of tension screw 
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Use an object of some type to support the main housing 
such that the protruding pinion shaft does not get 
pushed up into the main housing. Insert the tension 
screw into the right-hand bore of the housing with the 
bearing ball pointing downwards (see Figure 96). 


INSERT THE TENSION SCREW 
INTO THE RIGHT-HAND BORE 





Figure 96 — Insert tension screw into right-hand bore 


Engage the threads of the tension screw with the 
threads in the main housing (see Figure 97). 


ENGAGE THREADS OF TENSION SCREW 
WITH THREADS IN MAIN HOUSING 





fhe : 
Figure 97 — Engage threads of tension screw with housing 


Use a suitable slotted screwdriver to snug the tension 
screw just a bit, to hold the 3/32” bearing ball in 
position between the pinion gear and the tension screw 
(see Figure 98). 





LO SLIGHTLY TIGHTEN 
ee” rm TENSION SCREW 
© KK 


Ha SUPPORT FOR HOUSING 
Figure 98 — Slightly tighten the tension screw to hold ball 
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Loosely reinstall the round lock nut onto the threads of 
the tension screw (see Figure 99), but do not fully 
tighten it yet. The tension screw will be adjusted, and 
the round lock nut will be tightened, after the 
condenser height knob has been reinstalled. 





REINSTALL 
LOCK NUT 





Figure 99 — Reinstall the tension-screw lock nut 


Reinstall the Condenser-Height Knob 

Reinstall the condenser-height knob onto’ the 
condenser-height shaft, making sure to align one of the 
two setscrews with the flat on the shaft (see Figure 
100). 







ALIGN ONE SET SCREW WITH 
FLAT AND REINSTALL KNOB 





ee 


Figure 100 — Reinstall knob onto condenser-height shaft 


Use a 1.5mm Allen wrench or driver to tighten the two 
M3X4 setscrews to secure the condenser-height knob 
onto the condenser-height shaft (see Figure 101). 





TIGHTEN SET 
SCREWS (2X) 


Figure 101 — Tighten setscrews to secure the height knob 
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Adjust the Tension of the Condenser-Height Shaft 
Use a suitable slotted screwdriver to tighten the tension 
screw until the condenser-height knob has the desired 
feel, with no thrust play in the condenser-height shaft 
(see Figure 102). 












ADJUST TENSION 
SCREW FOR 

DESIRED KNOB 

TENSION 


LOCK NUT 
IS LOOSENED 








Figure 102 — Adjust tension screw for no thrust play 


Use a suitable tool (e.g., sharp needle-nose pliers or 
lens-spanner tool with pointed tips) to snug the round 
lock nut for the tension screw, to lock the tension screw 
in position (see Figure 103). Do not allow the tension- 
adjustment screw to rotate while tightening the round 
lock nut. 


TIGHTEN 
% LOCK NUT 


Ch 






™~ 


a 


Figure 103 — Tighten lock nut to secure tension screw 





Reinstall the Dovetail Blocks 

If applicable, place the right-hand dovetail block into 
position on the main housing (see Figure 104). Make 
sure that the two M2xX8 alignment pins in the dovetail 
block seat into the alignment holes in the main housing. 







PLACE RIGHT-HAND 
DOVETAIL BLOCK 
IN POSITION 





Figure 104 — Place right-hand dovetail block onto housing 
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Use a 2.5mm Allen wrench or driver to reinstall three 
M3X6 hex socket-head cap screws to secure the right- 
hand dovetail block onto the main housing (see Figure 
105). 





REINSTALL SCREWS (3X) 
TO SECURE THE 
DOVETAIL BLOCK 


. 
Figure 105 — Reinstall screws to secure right dovetail block 


If applicable, place the left-hand dovetail block into 
position on the main housing (see Figure 106). Make 
sure that the two M2xX8 alignment pins in the dovetail 
block seat into the alignment holes in the main housing. 


PLACE LEFT-HAND 
DOVETAIL BLOCK 
IN POSITION 





Figure 106 — Place left-hand dovetail block onto housing 


Use a 2.5mm Allen wrench or driver to reinstall three 
M3X6 hex socket-head cap screws to secure the left- 
hand dovetail block onto the main housing (see Figure 
107). 


REINSTALL SCREWS (3X) 
TO SECURE THE 
DOVETAIL BLOCK 






\ 


Figure 107 — Reinstall screws to secure left dovetail block 


Apply a light coating of grease onto the inside beveled 
bearing surfaces of the two dovetail blocks and onto the 
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two flat bearing surfaces of the main housing (see 
Figure 108). 
APPLY GREASE TO BEVELS 


OF DOVETAIL BLOCKS (2X) 
AND FLAT SURFACES (2X) 





Figure 108 — Grease the bearing surfaces for the slide 


Reinstall the Condenser-Slide Assembly 
Apply a light coating of grease onto the flat bearing 
surfaces of the dovetail slide (see Figure 109). 


APPLY GREASE TO FLAT 
BEARING SURFACES (2X) 
OF DOVETAIL SLIDE 





i. 
Figure 109 — Grease flat bearing surfaces of dovetail slide 
Apply a light coating of grease onto the two beveled 
bearing surfaces of the dovetail slide (see Figure 110). 


APPLY GREASE TO THE 
BEVELED SURFACES (2X) 
OF THE DOVETAIL SLIDE 


Figure 110 — Grease beveled surfaces of the dovetail slide 


Carefully engage the greased condenser slide with the 
dovetail blocks on the main housing (see Figure 111) 
and gently press it in while turning the condenser- 
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height knob counter-clockwise until the teeth of the 
condenser-height rack mesh with the pinion gear. 


Ma 


oS 


¥ 
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Figure 111 — Engage condenser slide with dovetail blocks 


Rotate the condenser-height knob as necessary until 
the hole in the condenser slide aligns with the tapped 
hole in the main housing (see Figure 112). 


E 


TURN KNOB UNTIL THE 
HOLE IN CONDENSER SLIDE 
ALIGNS WITH TAPPED HOLE 





Figure 112 — Align the hole in slide with the tapped hole 


Use a suitable slotted screwdriver to carefully reinstall 
the M2.6X4 stop screw through the hole in the 
condenser slide and into the tapped hole in the main 
housing (see Figure 113). 






REINSTALL 
STOP SCREW 


Figure 113 — Reinstall the condenser-slide stop screw 
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Use the condenser-height knob to move the condenser- 
mounting yoke up and down a few times. Remove any 
grease that has been pushed out of the top or bottom 
of the dovetail slide mechanism. 


Ready for Service 

The BH2-CH substage assembly is now ready to be put 
back into service and can be reinstalled onto the 
microscope stand. 


Adjust the Condenser-Height Stop 

The purpose of the condenser-height stop on the 
BH2-CH substage assembly is to allow the condenser to 
be raised to the height required to achieve the proper 
setup for Kohler illumination, yet prevent the upper 
lens element of the condenser from contacting the glass 
slide and pushing it into the objective lens. The height 
stop should be adjusted by mounting the substage 
condenser into the condenser-mounting yoke of the 
BH2-CH substage assembly and then adjusting the 
condenser-height knob until the stop pin either hits the 
stop (see Figure 114, shown with the condenser 
removed for clarity), or reaches the desired maximum 
height (i.e., is just short of the point where the upper 
lens element of the condenser contacts the bottom of a 
glass slide sitting on the stage surface). 


AT MAXIMUM CONDENSER HEIGH 
THE STOP PIN WILL CONTACT 
THIS SURFACE OF MAIN HOUSING 





Figure 114 — The condenser slide set to maximum height 


If the mechanism reaches the stop at the proper 
condenser height, no further adjustment is needed. If it 
does not, use a 1.5mm Allen wrench or driver to loosen 
the M3X4 setscrew securing the stop pin in position 
(see Figure 115) and turn the condenser-height knob to 
set the condenser to the desired maximum height, then 
retighten the setscrew to lock the stop pin to this new 
position. The setting of this stop should be checked 
anytime a different condenser is mounted into the 
BH2-CH substage assembly and should be readjusted if 
necessary, to prevent the condenser from contacting 
the glass slide. Never loosen the M3X4 setscrew 
securing the stop pin (see Figure 115) unless the 
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condenser is at or near its maximum-height setting, 
otherwise the spring in the stop mechanism might eject 
the stop pin. 


SET SCREW FOR THE 


CONDENSER-HEIGHT STOP~ 


ee, ¢ O% - 
i Aes v Ag 





Figure 115 — The setscrew for the condenser-height stop 


How to Contact the Author 
Please feel free to direct any questions or comments 
regarding this document (or BH-2 microscopes in 
general) to the author at the email address included on 
the cover page of this document. 


Original Olympus Documentation 

Scanned versions of the following PDF service manuals 
are available for download at various microscope- 
related hobbyist sites on the internet. These can also 
be found by searching for the titles in an internet search 
engine, such as Google. 








.. BH2 (BHS) 


REPAIR MANUAL 








| 
Q int ail 
Olympus Research Microscopes Series BH2 (BHS) Repair Manual 
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OLYMPUS RESEARCH MICROSCOPE 


BH2 


REPAIR MANUAL 


REPAIR MANUAL 


OLYMPUS 





Olympus Research Microscope BH2 Repair Manual 
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Appendix 1 
Correcting Friction, Binding, or Lateral Play in the Dovetail Slide 


The following sections address a few ways to correct 
problems in the dovetail slide mechanism in the 
condenser slide. 


Swap the Dovetail Blocks 

It is possible that the cause of a stiff or binding 
condenser slide, or of excessive lateral play in the 
condenser-mounting yoke, is because the BH2-CH 
substage assembly has been disassembled at some 
point in its life and reassembled incorrectly (i.e., the 
two dovetail blocks may have been reinstalled onto the 
opposite sides of the main housing from which they 
were originally removed). This should always be the 
first thing tried to correct an excessively loose or tight 
dovetail slide on a BH-2 stand. 


To see if this is the case, remove the left-hand and right- 
hand dovetail blocks from the main housing, and then 
reassemble them onto the opposite sides of the main 
housing, per the procedures described in_ this 
document. Next, after making sure that all grease has 
been removed from the various contact surfaces in the 
dovetail slide, test the fit of the dovetail slide per the 
procedure described in this document. 


If the freedom of motion and lateral play of the dovetail 
slide is found to be better than that which was obtained 
when the fit was originally tested, the sides on which 
the dovetail blocks are now installed should be the ones 
used for final reassembly of the BH2-CH substage 
assembly. If the freedom of motion and lateral play are 
now acceptable, no other action will be needed and the 
reassembly of the BH2-CH should proceed per the 
Reinstall the Condenser-Height Rack section of this 
document. However, if the freedom of motion and 
lateral play, although improved, are still not acceptable, 
proceed with either the Field Adjustment Procedure or 
the Shop Repair Procedure defined below. After the 
motion of the slide has been made acceptable using 
either of these procedures, proceed with reassembly of 
the BH2-CH per the Reinstall the Condenser-Height 
Rack section of this document. 


Field Adjustment Procedure 

The field adjustment procedure described here provides 
a quick-and-dirty way to remove the effects of wear in 
the dovetail slide when an on-site repair is needed, 
thereby returning the scope to service until such time as 
a proper shop repair can be performed. 
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This procedure consists of removing right-hand dovetail 
block from the main housing and reinstalling it without 
the two alignment pins. Then, before the three screws 
securing the dovetail block to the main housing are fully 
tightened, the dovetail block should be positioned such 
that the condenser slide moves properly, without 
binding, excessive friction, or lateral play. If you ever 
find yourself performing this procedure during an on- 
site repair, you will quickly understand why the 
clearance notch shown in Figure 116 was included in 
the BH-2 design. This notch allows the lower screw on 
the right-hand dovetail block to be tightened while the 
condenser slide is engaged in the dovetail blocks. Do 
not discard the two alignment pins removed from the 
dovetail block, as they will be needed if a shop repair is 
later performed on the BH2-CH substage assembly. 


CLEARANCE NOTCH 

ee PROVIDES ACCESS 

Sy ~=TOLOWER SCREW 
we 


Figure 116 — Notch for the lower mounting screw 


Shop Repair Procedure 

The shop repair procedure described here allows for the 
effects of wear in the dovetail slide to be corrected by 
stoning the bottom contact surfaces of the two dovetail 
blocks to remove as much material as necessary to 
tighten the fit of the dovetail slide and eliminate lateral 
play. Conversely, this also allows for a tight or binding 
dovetail slide to be corrected by the addition of thin 
brass shims placed between the dovetail blocks and the 
main housing’. 


To Tighten the Slide 

If lateral play was found while testing the condenser 
Slide, the proper way to correct this is to remove the 
two dovetail blocks from the main housing per the 


1 Assuming you have already tried swapping the positions of the dovetail 
blocks (as described earlier) to resolve the issue. 
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procedures described in this document, and then 
remove the alignment pins from the two dovetail 
blocks. Next, remove a small amount of material from 
the mounting surfaces of the two dovetail blocks (i.e., 
the bottom surfaces that contact the main housing, as 
shown in Figure 117) until a proper fit of the condenser 
slide is achieved. 


y REMOVE ALIGNMENT 


| PINS (4x) 






REMOVE MATERIAL 


REMOVE MATERIAL FROM THIS SURFACE 


FROM THIS SURFACE 


Figure 117 — Remove material from these surfaces 


The best way to remove this material is to use a 600 grit 
sharpening stone (or a sheet of 600 grit sandpaper 
placed on a flat surface, such as a sheet of plate glass) 
to gradually remove material from the blocks. One ata 
time, place the mounting surface of the blocks on the 
stone or sandpaper and slide them the full length of the 
stone or paper just a few times, while applying 
moderate downward pressure (see Figure 118), to 
remove a bit of material. 





Figure 118 — Sanding the dovetail blocks 


Once you have performed the same number of strokes 
(and just a few strokes) to both blocks on the stone or 
Sandpaper, thoroughly remove any sanding dust from 
the dovetail blocks and then reinstall them onto the 
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main housing (using the alignment pins) to re-test the 
fit of the condenser slide. Continue this process of 
removing just a little material from the dovetail blocks, 
reassembling the slide and testing the fit, until you 
sneak up on the perfect fit without lateral play in the 
condenser support yoke. Be very careful and do not 
take off too much material at any one time, or you will 
overshoot the mark and make the dovetail slide too 
tight. If this happens, then shimming of the blocks will 
be required to loosen the slide to obtain the proper fit. 
Once you have achieved the proper fit, be sure to 
thoroughly remove any sanding dust or debris from the 
dovetail blocks and from the main housing before the 
final reassembly, otherwise the presence of this 
abrasive dust will cause accelerated wear of the 
dovetail slide. 


To Loosen the Slide 

If stiffness or binding was found while testing the 
condenser slide for freedom of motion’, the proper way 
to correct this is to remove the dovetail blocks from the 
main housing and reinstall them with thin brass shims 
placed between the dovetail blocks and the main 
housing to loosen the dovetail slide. The thickness of 
the shims must be determined by trial and error. If the 
shims are too thick, the condenser slide will be too 
loose, and if they are too thin, the slide will be too tight. 


2 Or if you did not heed the admonition to proceed slowly when stoning the 
dovetail blocks and took off too much material. 
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Appendix 2 
Parts, Supplies, and Tools Referenced in this Document 


Table 1, Table 2, and Table 3 list specific information for the various parts, supplies, and tools discussed in this 
document. These tables list only the items that may be difficult to source locally. The pricing and availability listed 
below is accurate as-of May 2021 but is subject to change without notice. 


Table 1 — Parts referenced in this document 


[rem [ _Desepon | Manufacturer | wis arte | vendor | vendort | Price 
Fates. a8g | oowcoring | eauht | —_amaxon |_| S655 
31 | wobieene msytetcsene oor | wb | woieneae | _ananon |__| $395 


Table 2 —Supplies referenced in this document 


[rem [| __Desciton ‘| Manufecurer | Mig Porw | vendor [vendora | rice 
Pix [aleve sem sm | wha | sus | aman || (os 
Tre Aen avez 200mm rtrd | wa | sees” | aman |_| 
Ne 
Eos 
Es 








Table 3 — Tools referenced in this document 





Table 4 lists the contact information for the vendors referenced in Table 1, Table 2, and Table 3. 


a 


Table 4 — Vendor Listing 
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